1. Introduction {#s1}
===============

Death toll of cardiovascular diseases is rapidly increasing because of the growing elderly population and a sedentary lifestyle \[[@C1]\]. Recently, ample number of health monitoring systems have emerged over the past decade to decline the death toll and also detecting medical problems in patients. The systems are mostly used at the site of a medical emergency to measure human body\'s vital sign such as heartbeat, respiration rate, body temperature and pulse rate \[[@C2]\]. One of the essential drawbacks of the medical emergency is wasting time and cost for patients that attend to the places of medical emergency especially in long trip \[[@C3]\]. On the other hand, patients are encountered with deficits of basic requirements when a lot of them will increasingly refer to the medical and health-related services at the site to accomplish their routine clinical checkups \[[@C3]\]. Also, the apparatuses used in medical emergency (e.g. electrocardiogram (ECG) setting) are very high cost and bulky components for utilising at home. Currently, the telemedicine has emerged to overcome the drawbacks \[[@C4]\]. The telemedicine can propose a kind of location-based services to the patients by wearable systems at home during daily life \[[@C5]\].

ECG \[[@C6]\], seismocardiogram (SCG) \[[@C2]\] and phonocardiogram (PCG) \[[@C7]\] are three most common systems for measuring heartbeat that recently wearable sensors have significantly penetrated into the area. The ECG is a famous method to estimate the heartbeat using at least three electrodes. However, the electrodes make a lot of trouble for the patients when recording the heartbeat. Additionally, ECG associate with artefacts related to heart muscle \[[@C8]\]. For instance, an ECG device cannot distinguish the difference between the electrical activity of skeletal muscles and heart muscles \[[@C8]\]. Another system for estimating heartbeat is SCG. The SCG system can measure vibrations caused in the chest and abdomen using a micro-electromechanical systems accelerometer on the sternum while the patients lie supine \[[@C9]\]. The SCG was proposed in 1961, and was first applied in clinical studies 30 years later by \[[@C10]\]. Today, the advent of technology has opened new perspectives for clinical use of the SCG \[[@C11]\]. However, SCG measures heartbeat beside human body movements. PCG is another system that can be used to monitor the acoustic signals generated the movement of the valves and blood flow in the heart vessels besides contraction and relaxation of the myocardium \[[@C12]\].
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In this Letter, a sensor to estimate heartbeat and respiration rate based on acoustic sensors is presented. The developed sensor consists of two capacitor microphones, a processor as well as a transceiver. In comparison to another PCG system \[[@C12], [@C16], [@C17]\], the proposed system can estimate heartbeat with more accuracy. So, the root-mean-square error (RMSE) of the proposed system than a gold standard (reference) in \[[@C18], [@C19]\] is obtained 2.27 for heartbeat and 0.92 for respiration rate. Also, the system measures respiration rate without needing to a belt around the abdomen as \[[@C20]\] and adding any other sensor as \[[@C21]\]. Beside that, sounds of $\documentclass[12pt]{minimal}
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2. Methodologies {#s2}
================

The proposed system records the sounds and murmurs produced from the contracting heart including its valves and associated great vessel by a miniature acoustic sensor (Mic. \#1) in the tip of small of tubular instrument that is connected to a stethoscope. The stethoscope obtains the information by listening to heart sound and four sounds including $\documentclass[12pt]{minimal}
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2.1. Components of the developed system {#s2a}
---------------------------------------

The measurement system for estimating the heartbeat and respiration rate consists of a wireless acoustic sensor for recording the instantaneous sound of the heart and a central node to transmit the measured data to personal computer (PC) for displaying the data as shown in Fig. [1](#F1){ref-type="fig"}. The wireless acoustic sensor, as a typical wireless sensor \[[@C24], [@C25]\], consists of two capacitor microphones, an amplifier, a transceiver (NRF-24) and a processor (AVR 32-bit microcontrollers) as shown in Fig. [2](#F2){ref-type="fig"}*c*. The microphones, amplifier, transceiver and processor are mounted on a small printed circuit board (PCB) and was supplied with lithium polymer battery of 3.3 V. Also, the central node comprises of a transceiver, a processor and a USB to TTL convertor (Fig. [2](#F2){ref-type="fig"}*a*) that were fixed on another PCB and were supplied with voltage on the USB port. The central node is the main controller for connecting to a computer and also communicates directly to the wireless acoustic sensor (i.e. the sensor node). The computer was used to store data with sampling rate of 50 Hz. Fig. 2Developed central node and the developed sensor*a* Photograph of the developed central node*b* Schematic of components*c* Photograph of the developed sensor*d* Schematic of components

One of the essential drawbacks of the capacitor microphone is small variations of the signal amplitude in responding to heart sound. So, a digital to converter do not able to detect variation of them. Thus, increasing the gain of the signals finds an essential meaning. To that end, two amplifiers (LM 386) are used with negative feedback and also gain of close loop 100 to increase the amplitude of the signals. Then, the signals are digitised using analogue-to-digital converter (A2D) of AVR microcontroller (Atmega 32). The A2D is a 10-bit A2D that its sample rate is set at 1 kHz. The digitised signals are transmitted to the central node by the transceiver (NRF-24) which has more reliable than other transceivers reported in \[[@C22], [@C23]\]. The employed transceiver benefits from Gaussian frequency-shift keying modulation \[[@C26]\] and has features such as low-power consumption, high bit rate, high reliability of data transmission and low cost as well as it transmits the data at industrial, scientific and medical band at the frequency of 2.4 GHz. Furthermore, the transceiver was equipped to a built-in meander planar inverted-F antenna to utilise for personal wireless communication devices (Fig. [2](#F2){ref-type="fig"}*a*). It should be noted that it is out power and bit rate are set at 0 dBm and 1.8 Mbps, respectively. However, in \[[@C22], [@C23]\], the data is transmitted by frequency modulation transmitter which has less reliable because of increasing error and noise when transmitting the data. Accordingly, the reliability of the system mentioned in \[[@C22], [@C23]\] is less than the presented system in transmitting data.

2.2. Proposed technique for separating of PCG signal {#s2b}
----------------------------------------------------

After recording the measured data, two steps are performed to separate the sounds of $\documentclass[12pt]{minimal}
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After that, background (baseline) of the signals is removed after passing from a low-pass Butterworth filter with cutoff frequency 20 Hz $$\documentclass[12pt]{minimal}
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Events' amplitude accounts an essential specification for enabling the detection of any component of PCG signal that can help to separate some sound from each other. However, the amplitude of the signal made of envelope gives a simpler and more realisable demonstration than the amplitude of original heart sound signals. Accordingly, Shannon envelope can be a very effective procedure in the second step and is defined as $$\documentclass[12pt]{minimal}
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3. Results and discussions {#s3}
==========================

3.1. Accuracy investigation of the developed system {#s3a}
---------------------------------------------------

To investigate the accuracy of the developed system, the wireless acoustic sensor is placed on the chest of the volunteer as illustrated in Fig. [1](#F1){ref-type="fig"}. Beside the sensor, ECG signal was captured from a device in \[[@C18]\] as a gold standard to compare with the heartbeat of the developed system. The ECG apparatus is a one-lead ECG that records data of normal ECG and also can be connected to the PC throughout the USB port for precise evaluation of the measurement data. Also, a belt around the abdomen \[[@C19]\] is used as a gold standard in estimating respiration rate for evaluating the accuracy of the presented system. Two scenarios were performed for the evaluation that in the first scenario, the volunteer is asked to lie down and rest about 540 s while the presented system record the heartbeat and respiration rate. The obtained results show the volunteer\'s heartbeat was determined 76 beats/min while reparation rate is 20 breaths/min (Fig. [4](#F4){ref-type="fig"}(I)). In another scenario, the volunteer is wanted to perform the test about 540 s when he holds his breath. The obtained results revealed that respiration rate obtained 5 breaths/min while heartbeat was obtained 68 beats/min (Fig. [4](#F4){ref-type="fig"}(II)). As the results reveal that the proposed system can measure heart beat and respiration rate. Also, the results showed that heartbeat decreases when the volunteer holds his breath than the first scenario (rest test). The tests were performed on ten other volunteers and similar results were obtained. Fig. 4Snapshot of the obtained results of the developed sensor for two tests including (I) rest and (II) holding breath*a* Heartbeat*b* Respiration rate

In order to assess the results obtained of the presented system, Bland--Altman analysis \[[@C27], [@C28]\] is considered. Fig. [5](#F5){ref-type="fig"}(a) illustrates a Bland--Altman plot of the respiration rate measurements obtained from two scenarios (rest and holding breath) for the 90 pairs of measurements including the presented system and gold standard system. This plot is obtained by the difference and average of the respiration rate measurements from the acquired results. As the results reveal, the mean error is 0.1 breaths/min with 95% limits of agreement −1.13 to 1.33 breaths/min. Also, Bland--Altman plot of the heartbeat measurements from the rest and holding breath tests for the 90 pairs of measurements has shown in Fig. [5](#F5){ref-type="fig"}(b). In this case, the mean error is 0.24 beats/min with 95% limits of agreement −2.23 to 2.71 beats/min. Considering to the plots, RMSE and STD of the results were obtained 1.26 and 0.63 breaths/min for respiration rate measurement and also 2.27 and 0.93 beats/min for heartbeat measurement, respectively. Accordingly, a very good agreement was obtained between the proposed system and the ECG apparatus in \[[@C18]\] and respiration rate system in \[[@C19]\]. Fig. 5Bland--Altman plots. The graphs show the agreement of 90 pairs of measurements. Mean error is shown with slashed dark grey and 95% limits are shown with slashed light grey lines*a* Respiration rate*b* Heartbeat measurements

3.2. Problem recognition of cardiorespiratory system using the developed system {#s3b}
-------------------------------------------------------------------------------

When the cardiac system is in a complete health state, the major sounds of the PCG signal involve $\documentclass[12pt]{minimal}
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To diagnose a healthy cardiac system, five volunteers are selected to measure their PCG signals. The volunteers consist of one healthy person and four patients. Fig. [6](#F6){ref-type="fig"}(I) shows the Shannon envelope of PCG signal obtained from the healthy volunteer (test \#1) in ([3](#M3){ref-type="disp-formula"}). The parameters of $\documentclass[12pt]{minimal}
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4. Conclusions {#s4}
==============

This Letter presented an extensive description of designing, developing and implementing a miniature acoustic sensor for measuring heartbeat and respiration rate. The prototype, which it has features including compact, small and very light weight, was developed using regular PCB. The system is tested in two scenarios and compared with a gold standard system to calculate accuracy in estimating the respiration rate and heartbeat. The obtained results show the system successfully senses and collects heartbeat and respiration rate with RMSE \<2.27 and 0.93 and also STD \<1.26, 0.63, respectively. By benefiting of a proposed technique, the sounds of $\documentclass[12pt]{minimal}
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}{}$S_4$\end{document}$ were separated from together and sensitivity and specificity of the system were determined 98.1 and 98.3% in turn. Accordingly, this system can be easily used as a device for diagnosis of abnormal state for healthcare applications.
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